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Abstract  
Weighing lysimeters are the standard method for di-
rectly measuring evapotranspiration (ET). This paper dis-
cusses the construction, installation, and performance of two 
(1.52 m × 1.52 m × 2.13-m deep) repacked weighing lysime-
ters for measuring ET of corn and soybean in West Central Ne-
braska. The cost of constructing and installing each lysimeter 
was approximately US $12,500, which could vary depending 
on the availability and cost of equipment and labor. The res-
olution of the lysimeters was 0.0001 mV V−1, which was lim-
ited by the data processing and storage resolution of the dat-
alogger. This resolution was equivalent to 0.064 and 0.078 mm 
of ET for the north and south lysimeters, respectively. Since 
the percent measurement error decreases with the magnitude 
of the ET measured, this resolution is adequate for measuring 
ET for daily and longer periods, but not for shorter time steps. 
This resolution would result in measurement errors of less 
than 5% for measuring ET values of ≥3 mm, but the percent er-
ror rapidly increases for lower ET values. The resolution of the 
lysimeters could potentially be improved by choosing a data-
logger that could process and store data with a higher resolu-
tion than the one used in this study. 
Introduction
Accurate crop evapotranspiration (ET) data are re-
quired to improve agricultural water resources man-
agement. Micrometeorological techniques such as the 
Bowen ratio and Eddy covariance methods have be-
come popular in recent times for directly measuring ET 
(Payero et al. 2003; Todd et al. 2000a; Verhoef et al. 1999; 
Liu and Kotoda 1998; Laubach et al. 1994). However, ly-
simeters are still considered as the standard method to 
directly measure ET. Lysimeters have a long history 
of development and different designs have been used 
(Howell et al. 1991). 
Lysimeters have been designed in different shapes 
and sizes. Shapes include square (Marek et al. 1988; Sch-
neider et al. 1998), circular (Pruitt and Angus 1960; Mc-
Farland et al. 1983; Meshkat et al. 1999; Seyfried et al. 
2001; Yang et al. 2003; Young et al. 1997), and rectangu-
lar (Schneider et al. 1996; Malone et al. 2000; Klocke et 
al. 1985; Tyagi et al. 2003; Marek et al. 2006). The size 
of lysimeters also varies significantly. While the lysim-
eter designed by Meshkat et al. (1999) only had an area 
of 0.44 m2, the lysimeter designed by Pruitt and Angus 
(1960) had an area of 28.27 m2 (6 m in diameter). The 
size is a function of the intended use and the required or 
desired resolution. Researchers also use lysimeters with 
an area as small as 0.006 m2, usually known as microly-
simeters or minilysimeters, to measure evaporation of 
soil water (Todd et al. 2000b; Evett et al. 1995). 
According to how the soil inside the lysimeter is col-
lected, lysimeters can be monolithic, repacked (or recon-
structed), or a combination of both. In monolithic lysim-
eters, the soil inside the lysimeter is an intact soil core 
(Marek et al. 1988, 2006; Malone et al. 2000; Seyfried et al. 
2001; Meshkat et al. 1999). In reconstructed or repacked 
lysimeters, the soil inside the lysimeter is disturbed soil 
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that is repacked to try and mimic the characteristics of 
the intact soil (McFarland et al. 1983; Yang et al. 2003). 
Schneider et al. (1996) designed and installed a lysimeter 
with a combination of monolithic and repacked soil. Al-
though natural soil characteristics can only be preserved 
with monolithic lysimeters, extracting a monolith could 
significantly increase the cost of the lysimeter because it 
could require specialized techniques, labor, and equip-
ment to extract the monolith, as described by Schneider 
and Howell (1991), Schneider et al. (1988, 1993, 1996), 
and Meshkat et al. (1999). 
Lysimeters can be weighing and non-weighing. The 
non-weighing types are used to determine ET as a re-
sidual by measuring all other components of the soil 
water balance, including water inputs (rain and irriga-
tion), outputs (drainage and runoff), and change in soil 
water storage (Garcia et al. 2004). Non-weighing lysim-
eters, also called percolation or drainage lysimeters, are 
also used in percolation and solute transport studies 
(Klocke et al. 1993, 1999). Weighing lysimeters, on the 
other hand, measure crop ET directly by measuring the 
change in mass of an isolated soil volume. The ET cal-
culated from the mass changes, however, needs to be 
adjusted to account for mass changes caused by factors 
other than ET, such as drainage or water input (Malone 
et al. 2000). Weighing lysimeters have been designed 
using different weighing mechanisms. Weighing mech-
anisms include hydraulic (Hanks and Shawcroft 1965; 
Klocke et al. 1985; Seyfried et al. 2001), suspended load 
cells (Allen and Fisher 1990; Tyagi et al. 2003), deck 
scales (Marek et al. 2006; Schneider et al. 1998; Kirkham 
et al. 1984), load cells installed at the bottom of the ly-
simeter (Allen and Fisher 1990; McFarland et al. 1983), 
single load cell with counter-balance (Pruitt and Angus 
1960; van Bavel and Myers 1962; Hunsaker et al. 2002; 
Marek et al. 1988; Malone et al. 2000; Meshkat et al. 
1999; Young et al. 1997; Yoder et al. 2005), and flexure-
level action balance with a load cell (Howell et al. 1985; 
Phene et al. 1989). 
The cost of constructing and installing a lysime-
ter can vary considerably, and is mainly affected by 
its size, type of material, whether a monolithic or re-
packed soil is used, and especially by the type of 
weighing mechanism. Lysimeters with counter-balance 
mechanisms are usually much more expensive than 
those that do not have a counter-balance system. The 
cost of installing lysimeters with no counter-balance 
mechanism can be considerably less than purchasing 
alternative micrometeorological equipment (Bowen ra-
tio or Eddy covariance) to measure ET. For example, 
the total cost of installing a set of two lysimeters was 
reported by McFarland et al. (1983) as US $10,719; by 
Kirkham et al. (1984) under US $10,000; and by Allen 
and Fisher (1990) as US $11,000. On the other hand, the 
cost of constructing and installing counter-balanced ly-
simeters could be hundreds of thousands US$ (Marek 
et al. 1988). 
The sensitivity or resolution of lysimeters is ex-
tremely important for accurate ET measurements. Sch-
neider and Howell (1991) indicated that lysimeter accu-
racy was directly proportional to the surface area and 
the accuracy of the scale, and inversely proportional to 
the lysimeter mass. Allen and Fisher (1990) found that 
the sensitivity was also limited by the resolution of the 
datalogger or data recording system. The sensitivities 
reported in the literature for lysimeters of different sur-
face areas, weighing systems, and data recording sys-
tems (Table 1) show that sensitivities vary considerably, 
and that comparable sensitivities have been reported for 
lysimeters with and without counter-balance mecha-
nism. This paper discusses the construction, field instal-
lation, and performance of two repacked weighing ly-
simeters for measuring ET of corn and soybean in West 
Central Nebraska. 
Materials and methods
Design and construction
General description
Each lysimeter consists of an inner and an outer steel 
box. The inner box is filled with soil, where a crop can 
be planted. The inner box rests on three electronic load 
cells bolted to the bottom of the outer box. The load cells 
automatically measure the mass of the inner box at reg-
ular intervals. The electronic signal from the load cells is 
measured and stored using a datalogger installed on a 
tower outside the lysimeter. Differences in the mass of 
the inner box generally indicate water inputs or outputs. 
A drainage system was installed inside the inner box to 
collect excess water. 
Lysimeter boxes
The lysimeter boxes were constructed of welded 6.4-
mm plate steel by a local welding shop (Troyer Enter-
prises, Inc., North Platte, NE, USA) (Figure 1). They were 
reinforced with four 76-mm steel channels (6.1 kg m−1) 
welded horizontally, and evenly spaced, to the outside 
of the outer box and to the inside of the inner box. This 
arrangement allowed leaving a small gap of about 3 cm 
between the outer and inner boxes, and was expected to 
minimize direct water flow along the inner side of the 
walls of the inner box. Reinforcements were also welded 
inside the bottom of the outer box and outside the bot-
tom of the inner box. 
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The inner box had inside dimensions of 1.52 m × 
1.52 m × 2.13-m deep to accommodate two rows of corn 
or soybean planted at a row spacing of 0.76 m. The 1.52-
m size was selected because it was an integer multi-
ple of the crop row spacing, as suggested by Howell et 
al. (1991). The 2.13-m depth was considered adequate 
to grow corn without significantly restricting nor-
mal root development and soil water extraction. Previ-
ous research at this site had shown that although corn 
could extract water from a depth of more than 2 m, wa-
ter was predominantly extracted from approximately 
the top 1.5 m (Payero et al. 2006). The outer box was 
1.60 m × 1.60 m × 2.29-m deep, slightly larger than the 
inner box to leave a gap between the two boxes, and al-
low free up and down movements of the inner box. The 
outer box was also 16 cm deeper to provide space for 
the weighing system. All boxes were spray-painted with 
two coats of paint to prevent corrosion. 
Drainage system
The drainage system consisted of gravity and vacuum 
drains (Figs. 2, 3) to allow drainage under saturated and 
unsaturated soil conditions. The U-shaped gravity drain 
(1.2-m long × 0.91-m wide) was constructed from 10.2-
cm diameter PVC pipe and fittings. Slots were made on 
the two legs of the gravity drain using a power bench 
saw. The slots were approximately 6.4-mm wide by 
76-mm long and were separated approximately every 
50 mm. The two legs of the gravity drain were covered 
with a filtering material to prevent soil particles from 
entering the drain while still allowing water flow. The 
filtering material consisted of a layer of EnviroFlex well 
Table 1. Sensitivities reported in the literature for lysimeters of different areas, weighing systems and data recording systems 
Reference  Data recordinga     Area (m2)              Depth (m)              Weighing systemb  Sensitivity (mm of water)
Pruitt and Angus (1960)  Printer 28.27 0.91 LC-W-CB 0.03
McFarland et al. (1983)  CR-21 4.68 1.52 LC-WO-CB 1.0
Kirkham et al. (1984)  CR-7 2.31 1.30 and1.60 DS-WO-CB 0.02
Howell et al. (1985)  PC 4.0 2.00 LC-W-FLAB 0.02
Marek et al. (1988)  CR-7X 9.0 2.30 LC-W-CB 0.045
Allen and Fisher (1990)  CR-21X 1.0 1.20 LC-WO-CB 0.05
Schneider et al. (1993)  CR-21X 0.75 2.30 LC-WO-CB 0.47
Howell et al. (1995)  CR-7X 9.0 2.30 LC-W-CB 0.05
Young et al. (1997)  CR-7 4.91 4.00 LC-W-CB 0.04
Schneider et al. (1998)  CR-7 2.25 and 3.0 2.44 and 1.60 DS-WO-CB 0.1 and 0.02
Meshkat et al. (1999)  PC 0.44 0.80 LC-W-CB 0.025
Malone et al. (2000)  CR-7X 8.1 2.40 LC-W-CB 0.032
Hunsaker et al. (2002)  NS 1.0 1.60 LC-W-CB 0.03
Tyagi et al. (2003)  CR-21X 3.94 1.98 LC-WO-CB 0.05–1.0
Yang et al. (2003)  PC 1.77 1.60 NS 0.028
Yoder et al. (2005)  NS 4.0 1.80 LC-W-CB 0.05
Marek et al. (2006)  CR23X 3.0 2.50 DS-WO-CB 0.0036
a Printer = lysimeter mass changes were continuously printed on paper. Most of these data recording systems are datalogger models manufac-
tured by Campbell Scientific, Inc., Logan, UT, USA; PC personal computer, instrumented with some kind of data acquisition system. NS not 
specified 
b LC-W-CB load cell with counter-balance, LC-WO-CB load cell without counter-balance, DS-WO-CB deck scale without counter-balance, LC-W-
FLAB load cell with flexure-level action balance 
Figure 1.  Inner and outer lysimeter boxes as received from the weld-
ing shop. 
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screen (Titan Industries, Inc., Paxton, NE, USA) covered 
with an Aqua-Sleeve™ well screen filter sock (Carriff 
Corporation, Inc., Midland, NC, USA). The filtering ma-
terial was fastened to the pipe using steel hose clamps. 
A PVC vertical pipe (19-mm diameter) was connected 
to the center of the gravity drain, which extended along 
one of the lysimeter walls to 0.3 m below the soil surface 
inside the inner box. A copper tube [6.4-mm outside di-
ameter (OD)] was inserted inside the vertical PVC pipe, 
extending from the bottom of the inner box to just above 
the soil surface. The gap between the copper and PVC 
tubes was sealed with silicone. The copper tube was 
used to pump the water out of the gravity drain. 
The vacuum drain consisted of four suction tubes 
connected to a water storage tank (Figure 2). The suc-
tion tubes (64-mm long × 50-mm OD) were made of po-
rous sintered stainless steel with a pore size of 0.5 μm 
(GKN Sinter Metals Filters, Addison, IL, USA). They 
were connected to the upper part of the storage tank us-
ing flexible tubes (13-mm OD) with a braided stainless 
steel cover, commonly used to supply water to residen-
tial water heaters. 
The storage tank (1.2-m long × 30.5 cm diameter) was 
constructed from a PVC pipe capped at both ends. It 
was hermetically sealed because it was going to be used 
to store drainage water and as a vacuum source for the 
suction tubes. Several polyethylene tubes (9.5-mm OD 
and 6.4-mm ID) were connected to the storage tank. 
Two tubes were connected to the bottom of the tank to 
be used as drains. Another tube was connected to the 
top of the tank, which was used to apply suction and 
create a vacuum inside the tank. 
Suction to the tank was applied with a TD-4X2NA 
vacuum pump (Brailsford & Company, Inc., Antrim, 
NH, USA). This brushless DC motor-driven diaphragm-
type pump could pump air or gases in either a vacuum 
draw or a pressure mode and was designed to oper-
ate continuously with a minimum service life in excess 
of 10,000 h. The pump required 9–14 V DC and could 
pump 3–4 l min−1 at 12 V, with a 2-W power draw. 
Power to the pump was supplied by a car battery (12 V, 
75 A) that was recharged by an MSX20 20-W solar panel 
(Campbell Scientific, Inc., Logan, UT, USA). A pump 
operated by DC power was required since the lysime-
ters were installed in the middle of an irrigated field and 
bringing AC power to the site would have been very 
costly and impractical. 
A vacuum tank (Figure 3) was placed between the 
vacuum pump and both the storage tanks, and the grav-
ity drain to avoid water entering and damaging the 
pump. The tank was fabricated from an air tank (26.5 l) 
(Campbell Hausfeld, Harrison, OH, USA). Seven poly-
ethylene tubes (9.5-mm OD × 6.4-mm ID) were con-
nected to the vacuum tank. The tubes extended from 
the vacuum pump (two tubes), the bottom of the outer 
lysimeter box (one tube), the gravity drain (one tube), 
the top of the storage tank (one tube), and the bottom 
of the storage tank (two tubes) (Figure 3). The vacuum 
tank was connected to the drainage system using either 
polyethylene or copper tubes. Flexible plastic tubes (4.8-
mm ID) were used to connect the vacuum tank to the 
polyethylene or copper tubes coming out of the drain-
age system. The vacuum tank also had a drainage out-
let at the bottom of the tank, and a transparent stand 
pipe to show the water level inside the tank. A copper 
hand valve was installed to open and close each tube as 
needed. 
Weighing system
Three electronic load cells were installed in a trian-
gular pattern inside the bottom of the outer box, sim-
ilar to the design described by McFarland et al. (1983) 
and Allen and Fisher (1990). It was calculated that when 
the soil was at saturation, the mass of the inner lysim-
eter box would be approximately 10,000 kg. Based on 
this mass, hermetically sealed model 65083-10 K-0100 
beam load cells (Sonsortronics, Covina, CA, USA) were 
selected, which had the factory specifications shown in 
Table 2. 
The outputs of the load cells were sampled every min-
ute and averages (10-min and hourly) were recorded us-
ing a CR23X datalogger (Campbell Scientific, Inc.). Since 
these load cells have a four-conductor cable, measure-
ments were made by applying an excitation voltage of 
5,000 mV to a full bridge and making a differential volt-
age measurement of the bridge output using an output 
range of 15 mV. The load cells were connected directly 
to the datalogger, and the output of each load cell was 
Figure 2.  Top view of the inner lysimeter tank showing the compo-
nents of the gravity and vacuum drain systems. 
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recorded separately in addition to the sum of the out-
puts of all three load cells. 
Soil water measurement
A neutron probe access tube was installed in each ly-
simeter to monitor the soil water content every 0.30 m. 
Also, six automatic ECH2O dielectric aquameters (model 
EC-20) (Decagon Devices, Inc., Pullman, WA, USA) were 
installed vertically at 0.30-m depth increments from the 
surface for more frequent soil water measurements. The 
soil water content inside the lysimeter could be used as 
an alternative soil water balance methodology to esti-
mate ET. It could also be used for irrigation scheduling 
to make sure that the crop planted in the lysimeter was 
not water-stressed. 
Field installation
Site description
The lysimeters were installed in early May of 2004 in a 
21.6-ha field at the University of Nebraska-Lincoln West 
Central Research and Extension Center in North Platte, 
NE, USA (41.1°N, 100.8°W, elevation = 861 m). The field 
was 499 m (north–south) × 433 m (east–west), divided 
into two subfields. The north side was 233 m × 433 m 
(10.1 ha) and the south side, 265 m × 433 m (11.5 ha). 
Corn and soybean were rotated between the two sub-
fields, with both crops planted each year. One lysime-
ter was installed near the center of each subfield, which 
provided more than 100 m of fetch for each lysimeter in 
all directions. Howell et al. (1991) reported that many 
investigators recommended the lysimeter site to have 
an upwind fetch distance greater than 50 m and field 
area of 1 ha. Installing one lysimeter in each subfield al-
lowed measuring ET for both crops in the same grow-
ing season. A weather station that is part of the High 
Plains Regional Climate Center (HPRCC) weather net-
work was located at the eastern edge of the field. It mea-
sures all variables needed to calculate reference evapo-
transpiration (ETo), including solar radiation, maximum 
and minimum air temperatures, relative humidity, and 
wind speed. Data from the weather station were avail-
able for download from the HPRCC web site — http://
www.hprcc.unl.edu/home.html —as hourly or daily 
averages. 
Digging pit and describing soil profile
The inner lysimeter box was filled with repacked soil, 
instead of a monolith. Effort was made to try and mimic 
Figure 3. Vacuum tank: a diagram show-
ing what each of the outlets was con-
nected to, and b as constructed and in-
stalled in the field. 
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the soil profile characteristics in the lysimeter to resem-
ble those in the field. A backhoe was used to dig a pit 
approximately 2.4-m deep at each lysimeter site. A soil 
classification expert from the Natural Resources Conser-
vation Service (NRCS) described in detail the soil pro-
files at each site, which are included in Payero (2005). 
At the time of installation, due to spring rain, the wa-
ter table in the north lysimeter pit had risen to a depth 
of about 2.1 m, and there was a depth of approximately 
0.3 m of water standing at the bottom of the pit. At 
the south lysimeter site, however, the water table was 
deeper than 2.4 m and there was no water in the pit. 
Lysimeter foundation
After digging the pit, a solid foundation to support 
the mass of the lysimeter boxes was constructed. First, 
a layer of sewer rocks (approximately 20-cm deep) 
was poured into the bottom of the pit and packed 
with the bucket of a backhoe. A leveled wooden frame 
(2.1 m × 2.1 m × 0.15-m height) was constructed on top 
of the rock base, which was then filled with concrete 
(Figure 4). Since there was water at the bottom of the 
north lysimeter pit, it was necessary to pump the water 
out before pouring the concrete and also while the con-
crete was curing. Water was pumped out of the pit us-
ing a centrifugal pump that was attached to a storage 
tank installed on a trailer (Figure 4). A tractor was used 
to carry the trailer and also to supply power to drive 
the pump. In the north lysimeter pit, a 15-cm diameter 
drainage pipe was installed horizontally under the con-
crete base, which was connected to the soil surface by a 
10-cm diameter standing PVC pipe. The drainage pipe 
was installed to release the upward pressure from the 
water table on the concrete base. 
Installing the outer lysimeter box
Before lowering the outer box in the pit, the mate-
rial to cover the gap (gap cover) was installed forming a 
loop between the inner and outer lysimeter boxes. This 
material was taken from a 15-cm diameter lay-flat flexi-
ble irrigation pipe. After the concrete base had cured for 
5 days, the outer lysimeter box was installed on top of 
the concrete base, and the pit around the outside of the 
outer box was back-filled with part of the soil that was 
originally taken out of the pit. The outer lysimeter box 
was set in the pit using a crane (Figure 5). The outer box 
was positioned so that the two crop rows planted inside 
the lysimeter would be aligned with those planted in the 
field. A polyethylene tube (6.4 mm ID) was installed in-
side the outer box to be able to drain water from the box 
if needed (Figure 6). 
Load cell installation
The load cells were bolted to plates welded to the 
channels at the bottom of the outer box, using two 64 mm 
× 19-mm fine-thread steel bolts (Figure 6). One bolt was 
Table 2. Factory specifications for the Sensortronics model 
65083-10K-0100 load cell 
Parameter                                         Value
Capacity 4,536 kg (10,000 lb)
Type Shear beam
Material Stainless steel
Applications Hostile environments
Cable 6 m of 4-conductor
Operating temperature Range −18°C to 65°C (0 to 150°F)
Safe overload 150% of rated capacity
Ultimate overload  300% of rated capacity
Creep (20 min)a  <0.03 %FSO
Non-repeatabilityb  <0.01 %FSO
Barometric effect Nil
Zero balance ≤1 %FSO
Thermal zero shift ≤0.0015 %FSO/°F
Thermal span shift ≤0.0008 %FSO/°F
Combined error  ≤0.03 %FSO = 0.0003 kg kg−1 
Maximum excitation 15 Vac or Vdc
Input resistance 350 Ohms
Insulation resistance  >1,000 MOhms @ 50 Vdc
Full scale output (FSO) 3.0 mV V−1 ± 0.25% 
a Creep is the change in load cell output occurring with time while un-
der constant load and with all environmental conditions and other 
variables remaining constant 
b Non-repeatability is the maximum difference between load cell out-
put readings for repeated loadings under identical loading and en-
vironmental conditions 
Figure 4. Pumping the water out of the north lysimeter pit to allow 
curing of the concrete base. 
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also attached to the other end of the load cell to sup-
port the inner lysimeter box (support bolt). A torque of 
169 N m was applied to the mounting bolts as recom-
mended by the load cell manufacturer. The cables of all 
the load cells were inserted inside a conduit to protect 
them from rodent and moisture damage (Figure 6). 
Installation of the inner lysimeter box
The inner box was lowered inside the outer box and 
was set in place making sure that the sides of the two 
boxes were not touching, and that an adequate gap was 
left in all sides. The gap between the two boxes was then 
covered, using the “gap cover” to prevent water, soil, 
and rodents from getting inside the outer box. 
Installing the drainage system
Before installation, the vacuum drainage system was 
tested in the laboratory to make sure that the pump was 
able to pump water from the bottom of the lysimeter. 
The system was tested by immersing each of the four 
suction tubes in a water tank (113 l) and applying suc-
tion to the storage tank with the vacuum pump placed 
at the top of a 3-m tall ladder to simulate field condi-
tions. The test showed satisfactory results. The gravity 
and vacuum drains were installed in the inner box (Fig-
ure 2), and a 15-cm deep layer of gravel was then added. 
The gravel would provide storage of excess water at the 
bottom of the inner box and would allow free move-
ment of water to the gravity drain. A 15-cm deep layer 
of fine sand was then added on top of the gravel. This 
layer would act as a filter to prevent soil particles from 
moving into the gravity drain and into the gravel layer. 
Repacking the inner lysimeter box
The soil to repack the inner lysimeter box was taken 
from approximately 12 m south of the lysimeter site. It 
was attempted to approximate both the soil profile lay-
ers and soil density inside the lysimeter box using dis-
turbed soil. The surface dimensions of the inner box 
(1.52 m × 1.52 m) were measured and marked in the area 
where the soil was to be collected. A trench was opened 
along one of the sides of the marked area with a back-
hoe. The depths of the soil layers to be collected sepa-
rately based on the description of the soil profile were 
marked with flags inside the trench. Each layer was 
dug out from the marked area with the backhoe and a 
shovel. The soil from each layer was placed on a dump 
truck and was placed near the lysimeter site in a sepa-
rate pile, on a plastic sheet. Once all the layers were col-
lected, the pit was refilled with the soil that had been 
taken from the lysimeter pit. 
Each soil layer was placed inside the inner lysime-
ter box in the same order and depth it originally had 
in the field. Care was taken not to compact the soil too 
much. Instead of compacting the soil mechanically, 
each time a layer of approximately 0.3 m was added, 
the soil was wetted to saturation. The same water tank 
previously used to pump water out of the north lysim-
Figure 5. Installation of the inner and outer boxes of the weighing ly-
simeters at North Platte, NE, USA. 
Figure 6. Load cells installed at the bottom of the 
outer lysimeter box. The picture on the right is a 
close-up picture of one of the three load cells. 
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eter pit was used as the water source. At this time, the 
soil moisture probes and the neutron probe access tube 
were installed. When all the soil layers were in place, 
the excess water was allowed to drain to the bottom of 
the inner box for 2 days and was pumped out with the 
vacuum pump. 
The process used in this study to repack the lysim-
eter box with soil worked very well. Wetting each soil 
layer to saturation resulted in a stable soil profile that 
did not settle further when several rainfall events oc-
curred shortly after installation was completed. Be-
cause of these rain events, however, some of the area 
outside the lysimeters, which were not repacked fol-
lowing the same procedure, settled and had to be re-
filled. These rainfall events also created drainage that 
gave us the opportunity to test the vacuum and grav-
ity drainage systems under field conditions. Both sys-
tems performed satisfactorily. Wetting the soil inside 
the lysimeter also helped create good contact between 
the soil and the suction tubes, soil probes, and neutron 
probe access tube. 
Installing instrument tower
A model UT20 Universal30 6-m tower and adjustable 
mast (Campbell Scientific, Inc.) was installed approx-
imately 3 m north of each lysimeter. The tower was 
tall enough to install meteorological sensors above the 
corn canopy. The tower was installed on the north side 
to avoid shading the lysimeter. It was secured with 
a buried concrete base (0.6 m × 0.6 m × 1.2-m deep) 
to avoid having to install guide wires, which inter-
fere with farming operations. All cables and drainage 
tubes coming from the lysimeter were placed inside 
a 50-mm PVC pipe and were buried in a trench (0.3-
m wide × 0.3-m deep) excavated between the lysim-
eter and the tower. On the tower, the datalogger was 
installed inside an enclosure. The vacuum pump was 
installed inside a plastic enclosure and very close to 
the ground to minimize lifting head. The vacuum tank 
and battery were attached to the base of the tower, on 
top of the concrete base (Figure 3). The solar panel was 
mounted at a height of 3.7 m, above the maximum corn 
canopy height. 
Calibration procedure
Each lysimeter was calibrated to convert the load cell 
outputs to ET units. The calibration consisted of mea-
suring the load cell outputs resulting from loading and 
unloading the lysimeters with cement bags. Ten 27.3-kg 
cement bags were used, which corresponded to a wa-
ter depth of approximately 11.75 mm per bag. The ten 
bags (117.5 mm) represented approximately 80% of the 
150 mm maximum soil water depletion that can nor-
mally be allowed in this soil without stressing a full-
grown corn crop. One at a time, the bags were loaded 
in two piles at the center of the lysimeter and then un-
loaded. The outputs for each load cell and the total out-
put for the three load cells were recorded every time a 
bag was loaded or unloaded. Once the calibration func-
tion was determined, ET during a given period was cal-
culated as: 
ET = R/(b × A × K)             (1)
where, ET = evapotranspiration (mm), R = difference 
in load cell output (mV V−1), b = slope of the calibra-
tion curve (mV V−1 kg−1), A = effective area of the in-
ner lysimeter box (m2), and K = 1 kg m−2 mm−1 (since 
1 kg m−2 = 1 mm of water). This equation does not take 
into account mass changes due to factors other than ET, 
such as rainfall, irrigation, drainage, soil erosion, soil 
sedimentation, and crop growth. 
Results
Calibration results
The calibration showed that each lysimeter per-
formed as expected after installation. There was a strong 
linear relationship between the total load cell output and 
the changes in total lysimeter mass (Figure 7). The cali-
bration, however, showed some hysteresis when load-
ing and unloading the lysimeters. Since the slope of the 
calibration line stayed constant, the observed hystere-
sis was likely due to evaporation occurring while con-
ducting the calibration, which took approximately 1 h 
for each lysimeter. Evaporation of soil water could have 
been minimized by covering the lysimeter with a plastic 
sheet or a similar material during calibration (Allen and 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 7. Calibration of south lysimeter at North Platte, NE, USA. The 
total load cell output is the sum of the outputs of three load cells. 
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Fisher 1990). The slopes of the calibration curves were 
0.00067 and 0.00055 mV V−1 kg−1 for the north and south 
lysimeters, respectively. 
Resolution
The resolution of the lysimeter ET measurement is 
defined as the last significant definable increment of the 
measurement (Howell et al. 1991). In this study, the ly-
simeters had a resolution of 0.0001 mV V−1 (Figure 8). 
This resolution indicates that the differences in load cell 
output during a given period were stored in multiples 
of 0.0001 mV V−1 (including negative and positive val-
ues), with no values in between. From Eq. 1, it can be 
calculated that this resolution corresponds to an ET res-
olution of 0.064 and 0.078 mm for the north and south 
lysimeters, respectively. 
Howell et al. (1991) and Schneider and Howell (1991) 
indicated that lysimeter accuracy depends on the lysim-
eter area, mass, and the type of scale. In the counter-bal-
anced lysimeters at Bushland, TX, USA the most limiting 
factor was the load cell accuracy (Marek et al. 1988). In 
this study, however, the lysimeter resolution seemed to 
be limited by the resolution of the datalogger, instead of 
that of the load cells. The CR23X datalogger used in this 
study has an analog voltage resolution of 0.33 μV and 15-
bit resolution in analog to digital conversion. In the high-
resolution mode, it can only store five digits and a period 
(5 significant digits). Since the load cell output in these 
lysimeters has magnitude in the single digits, the output 
is stored with 4 digits after the period, which means that 
the resolution of the datalogger is 0.0001 mV V−1. These 
results suggest that the resolution of the lysimeters could 
have been improved significantly by choosing a datalog-
ger with a better resolution. For instance, a CR5000 dat-
alogger (Campbell Scientific, Inc.), which can store seven 
significant figures, instead of five could theoretically in-
crease the resolution 100 times to 0.000001 mV V−1, 
which would represent an ET resolution of 0.000064 and 
0.000078 mm, for the north and south lysimeters, respec-
tively. These values would theoretically have been much 
better than those shown in Table 1. However, such good 
resolutions might not be achievable in practice due to po-
tential limits imposed by the combined error of the load 
cells and the data acquisition system, and potential influ-
ence of environmental factors. 
The resolution obtained in this study for the north 
lysimeter using a CR23X datalogger means that when 
measuring ET during a given period, an error of 
0.064 mm could occur at both the beginning and the 
end of the measuring interval, which could be a maxi-
mum combined measurement error of 0.128 mm during 
the measurement interval. This resolution is adequate 
for measuring ET for daily and longer periods during 
the growing season for crops such as corn and soybean. 
However, it is not accurate enough for hourly of shorter 
periods or for daily ET measurements during the non-
growing season or winter months, when ET values can 
be very small. Marek et al. (1988) stated that a resolution 
of 0.05 mm h−1 was necessary to accurately determine 
hourly ET rates. Figure 9 shows that the percent mea-
surement error decreases as ET increases. With this res-
olution, values of daily crop ET ≥ 3 mm would result in 
measurement error of less than 5%. However, for lower 
ET values, the percent measurement error increases rap-
idly. For instance, for an ET value of 0.3 mm, this res-
olution would result in a measurement error of almost 
43%, which would not be an acceptable error. A value 
of 0.3 mm would be the average hourly ET for a sum-
mer day with a crop ET of 7.2 mm day−1, which is typ-
ical for many agricultural crops in climates similar to 
that at North Platte. 
Figure 8. Hourly difference in load cell output 
measured with the south lysimeter during 2 days 
(August 14–15, 2005) at North Platte, NE, USA. 
During this period, the lysimeter was planted to 
soybean (Plant height = 0.84 m). 
200  Pay e r o & Ir mak I n Ir r I g a tI on Sc I e nc e  26 (2008)
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
The resolution could have been improved by increasing 
the area of the lysimeters, which would increase the de-
nominator in Eq. 1. Pruitt and Angus (1960) stated that 
for maximizing the sensitivity, it was necessary to have 
a relatively large ratio of surface area to volume; there-
fore, the lysimeter needed to be kept as shallow as pos-
sible, without causing unrepresentative root develop-
ment. For instance, if the lysimeters in this study had 
twice the area, then the resolution of the north lysimeter 
would had been 0.032 mm instead of 0.064 [ET = 0.0001/
{0.00067(2 × 2.322)}] = 0.032 mm]. Increasing the area, 
however, would also increase the total mass, if the depth 
was kept constant. Figure 10 illustrates how lysimeter 
resolution can be affected by lysimeter area and data-
logger processing and storage resolution. 
Cost of construction and installation
The cost of construction and installation of each ly-
simeter was approximately US $12,500 (Table 3). This 
cost only includes material and construction expenses 
and does not include labor provided by scientists and 
technicians as part of their regular duties. Furthermore, 
it only includes the cost of equipment that was rented, 
but not the cost of equipment that was already avail-
able at the research station. Equipment rented included 
a large crane and a backhoe with a long arm capable 
of digging to a depth of 2.4 m. Equipment available at 
the research station included a fork lift, a front loader, 
a small backhoe, a dump truck, a tractor, a water tank 
and trailer, etc. Therefore, the total cost can vary signif-
icantly depending on the availability and cost of equip-
ment and labor. Also, the cost of operation and mainte-
nance of lysimeters can be significant. 
Table 3. Direct cost of building and installing each ly-
simeter (in 2004 US$) 
Item description                      Quantity    Unit cost           Total
Fabricating lysimeter boxes 2 $1,330.42  $2,660.84 
Painting lysimeter boxes 1 $100.00  $100.00 
Sand and gravel 0.5 $117.15  $58.58 
Rocks for concrete base 0.5 $331.55  $165.78 
Concrete for lysimeter base 0.5 $200.10  $100.05 
Building storage tank 0.5 $595.59  $297.80 
Building vacuum tank 1 $35.00  $35.00 
Building gravity drain 0.5 $85.68  $42.84 
Tower for datalogger 1 $495.00  $495.00 
Building concrete base for tower 1 $50.00  $50.00 
Datalogger (23X) 1 $2,500.00  $2,500.00 
Datalogger support software  1 $395.00  $395.00 
Datalogger enclosure 1 $335.00  $335.00 
Solar panel 1 $415.00  $415.00 
Car battery 1 $75.00  $75.00 
Backhoe and crane rental 1 $677.16  $677.16
Load cells and nuts (including spare) 4 $419.75  $1,679.00 
Vacuum pump 1 $191.02  $191.02 
Soil moisture sensors 6 $60.00  $360.00 
Sintered stainless steel porous tubes 4 $205.00  $820.00 
Lumber for concrete base 0.5 $35.20  $17.60 
Labor (student wages) 0.5 $1,148.55  $574.28 
Others (cement, fittings, tubing, etc.) 1 $535.00  $535.00 
Total direct cost   $12,489.93
Figure 10. Effect of lysimeter area and datalogger resolution (DR) on 
potential lysimeter resolution. The lysimeter resolution was calculated 
with Eq. 1, assuming b = 0.00067 mV V−1 kg−1. 
Figure 9. Measurement error calculated as a function of the magnitude 
of the evapotranspiration (ET) being measured. The measurement er-
ror was calculated assuming that the lysimeter had a resolution of 
0.064 mm, for one measurement, and twice that (0.128 mm), combin-
ing errors at the beginning and end of the measurement intervals. 
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Performance
The lysimeters responded to relatively small mass 
changes. Figure 11 shows that the north lysimeter re-
sponded very well to ET and rainfall events early in the 
growing season. The south lysimeter also responded 
well to irrigation, rainfall, and crop ET of full-grown 
soybean (Figure 12). During clear days, the mass of 
the lysimeter decreased gradually, reflecting changes 
in crop ET rates, with a steep decrease during the day-
time and an almost constant mass during the night-
time, similar to the daily trend reported by Howell et 
al. (1995). For the future, however, it is recommended 
that the CR23X datalogger be replaced with a datalog-
ger with better resolution to be able to obtain more ac-
curate hourly and off-season ET measurements. Al-
though the lysimeters performed well initially, the 
main problem has been damage to load cells during 
the growing season due to lightning strikes during 
thunderstorm events. This type of problem was not re-
ported by Allen and Fisher (1990), who used a similar 
design. Since load cells can only be replaced during the 
off-season, data collection has been severely limited, 
and future modifications will be needed to address this 
problem. Options include providing access to the load 
cells through an access tunnel, installing the load cells 
close to the surface with the inner box hanging from 
the load cells (Allen and Fisher 1990), and attaching 
transient protectors or similar devices to the load cells 
to protect them against lightning. 
Conclusions
This paper describes the construction, field instal-
lation, cost, and performance of two large repacked 
weighing lysimeters for measuring ET of corn and soy-
bean at North Platte, NE, USA. The total cost of con-
structing and installing each lysimeter was approxi-
mately US $12,500, which will vary depending on the 
availability and cost of equipment and labor. This does 
not include the cost of operation and maintenance, 
which can be significant, especially for long-term appli-
cations. As expected, the lysimeters responded linearly 
to changes in total mass and were sensitive to small 
changes in total mass due to ET, rainfall, and irrigation. 
Data was stored with a resolution of 0.0001 mV V−1, 
which was limited by the data storage resolution of 
the datalogger used in this study. This resolution was 
equivalent to 0.078 mm and 0.064 of ET for the north 
and south lysimeters, respectively. Differences in the 
ET resolution between the two lysimeters were due to 
differences in the slopes of their calibration functions. 
Since the percent measurement error decreases with the 
magnitude of the ET measured, this resolution is ade-
quate for measuring ET for daily and longer periods, 
but not for shorter periods. This resolution would re-
sult in measurement errors of less than 5% for measur-
ing ET values of ≥3 mm, but the error rapidly increases 
for lower ET values, becoming unacceptably high for 
ET values of less than approximately 0.3 mm. The res-
olution can be improved by selecting a datalogger that 
can store more significant digits than the one used in 
this study. Although the lysimeters performed well 
right after installation, load cell damage due to light-
ning has been the most important problem. Because of 
this problem, it is strongly recommended that the load 
cells be equipped with lightning protection devices 
and/or installed in such a way that they are accessible 
and can be replaced during the growing season. 
Figure 11. Soil water changes measured with the North lysimeter dur-
ing May 21 to June 15, 2004 at North Platte, NE, USA. Each point is a 
10-min average. During this period, the surface of the lysimeter was 
either bare soil or very small soybean. Arrows represent measurable 
rainfall events. 
Figure 12. Soil water changes measured with the south lysimeter dur-
ing a 7-day period (August 12–18, 2005). Each point is an hourly aver-
age. During this period, the lysimeter was planted to soybean (plant 
height = 0.84 m). Space between vertical lines represent 1 day. 
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